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Supplementary Figure 13. Subgroup analysis of the rate of atrial fibrillation detection with implantable cardiac monitors, stratified by the time threshold 
used for atrial fibrillation diagnosis (30 seconds, 2 minutes, 6 minutes), in all included studies. CI, confidence interval; EV/Trt, events/treated.


